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Abstract 
An emerging line of research attempts to reveal underlying mechanisms of Autism Spectrum Disorder (ASD) by studying 
differences in sensory processing in individuals with ASD. One sense that has not been studied well yet in this context is 
proprioception, a sensory system that processes information from muscles and joints about body position and force, and is 
hypothesized to feed into a body schema that is the foundation for motor planning and purposeful action (praxis). In this paper, 
we introduce new methods to measure proprioceptive functions of children with ASD. The instruments use force, touch and 
RGB-D sensors to retrieve data in different test scenarios. Data are transferred to a mobile device or PC and analyzed close to 
real-time with specifically developed software tools. The instruments were pilot tested with typically developing children to test 
for functionality and usability of the instruments. They will be used in a larger study with children with ASD. 
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1. Introduction 
Autism Spectrum Disorder (ASD) is a pervasive developmental disorder with an average prevalence of more than 
one percent [1]. It is characterized by impairments in social, communication and behavioral skills. Many countries 
prioritize autism research in order to better understand the causes and mechanisms of this disorder and to develop 
more specific and causal treatments compared to the dominating symptomatic approach of behavior modification. 
One line of research explores the sensory processing and sensorimotor differences in individuals with ASD [2,3] . 
The integration of sensory information from one’s own body and the environment is conceptualized to contribute to 
emotion, behavior, and learning [4]. In early development, the proximal senses - tactile, vestibular, and 
proprioceptive - play a critical role. There is strong evidence that individuals with autism process sensory 
information from their bodies differently than typically developing individuals [5–7]. Izawa et al. proposed that 
abnormalities in the processes underlying the formation of internal action models contribute to the core deficits of 
autism [8] and Dziuk et al. concluded that dyspraxia might be the central mechanism of autism [9]. This line of 
research strongly suggests a link between dyspraxia, core features of autism [10,11], deficits in activities and 
participation such as schooling, psychosocial development and communication [12]. 
One sense that has not been studied well yet in this context is proprioception, the sensory system that carries 
information from muscles and joints and informs the brain about body position and force. The primary source of 
proprioception is active muscle contraction [13]. Proprioceptive information is used for regulation of muscle tone 
and postural control, body schema and action model formation, motor planning (praxis) and motor control, and 
behavioral organization. (For a recent review of the proprioceptive system see Proske [14]) „Given the importance 
of proprioception for even the most basic motor behaviors, directly examining proprioceptive processing in 
individuals with ASD is crucial for understanding the underlying causes of the social, communicative, and motor 
impairments.“ [15] 
Novel paradigms that focus on active movement as a source of proprioception, avoid imitation as it may be 
compromised in individuals with ASD, and new test instruments that allow for direct measurement are warranted to 
find out more the role of the proprioceptive sense for praxis and participation of children with ASD. Outcomes of 
this project could be translated into clinical applications (e.g., early detection of sensory processing disorders, focus 
of early intervention on underlying mechanisms). Our contributions to the field are: 
• Design of tests and test instruments for objective assessment of proprioceptive functions. 
• Implementation of a system integrating these tests with sensors and mobile devices (see Figure 1). 
• Evaluation of the system's functionality und usability with typically developing participants. 
 
Fig. 1. The newly developed instruments in action: measuring proprioceptive functions in children a) Grading of Force Test and display of data 
on mobile device, b) Grading of Movement Test, c) Arm Position Matching Test, d) RGB-D sensor used for APM Test. 
2. Medical Background and Related Work 
Numerous studies have provided evidence that individuals with ASD process and use proprioceptive information 
differently (see [15], for an overview). Most of these studies used indirect measures such as parent questionnaires 
for data collection. Characteristic patterns of motor execution problems were found in individuals with ASD [16] 
but they could not sufficiently explain the clumsiness seen in children with autism [15]. The authors interpreted the 
motor deficits as signs of a proprioceptive deficit. Haswell et al. [11] and Izawa et al. [8] found an untypical reliance 
upon proprioceptive information in children with ASD when learning new motor tasks (action model formation) that 
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is characteristic of autism.  
To date, only one study by Fuentes et al. specifically and directly examined proprioceptive processing in ASD. 
This study investigated the type of sensory processing deficit that may impair effective use of proprioceptive 
information in autism [15]. The findings of this study suggested that no primary proprioceptive deficits caused the 
motor impairment but maybe deficits at later processing states. This study used mostly passive tasks to measure 
proprioception. A new paradigm for examining proprioceptive processing at different processing stages that uses 
active muscle contraction may refine our understanding of the role of proprioception in autism. 
While there is solid evidence for deficits in participation, dyspraxia, and atypical use of proprioceptive 
information in children with ASD, the link between proprioceptive processing deficits, dyspraxia, and participation 
limitations has not been explored yet. For a study that aims at revealing one of the deficient processes underlying 
praxis, we developed two objective measures of proprioceptive function, the Grading of Force (GoF) and the 
Grading of Movement (GoM) tests, and an Arm-Position-Matching test. 
Computer technology plays an important role in the study of ASD for diagnostic and intervention purposes. One 
line of research relies on classical medical brain diagnosis tools, such as Magnetic Resonance Imaging (MRI)[17–
19], while others assess motor functionality. Elnakib et al. [18] for example used shape analysis of 3D MRI images 
to detect atypical brain structures. Sparks et al. analysed the volumes of different areas of the brain based on the MR 
images. Vigneshwaran et al. [17] presented a technique based on Magnetic Resonance Imaging (MRI) with voxel-
based morphometry. Psychological approaches use eye and position tracking systems (e.g. Scassellati [20]) and 
social robots. Recent studies focusing on deviation of motor functions in children with ASD have shown promising 
results. Bugnariu et al. [21] analyzed lower limb function using treadmills and force sensors. Participants had to 
balance, walk, and perform pointing and reaching tasks. Fuentes et al. [15] tested proprioceptive functions of autistic 
adolescents by using an exoskeleton robotic arm, while Lee et al. [22] developed active and passive tests developed. 
They measured the angles of shoulder and elbow joints regarding one rotation-axis. A group at the University of 
Deusto [23] combined computer games and eye tracking technology to analyze interaction and motor skills of the 
upper extremities. Casas et al. [24] built an augmented reality system for training and testing children with ASD, 
where the children are trained to move their body in order to match certain postures. Bartoli et al. [25] use the 
Kinect sensor and motion-based touch-less video games for training autistic children’s development, whereas Bai et 
al. [26] built a marker-based augmented reality application in order to promote the children’s pretend play. Taffoni 
et al. [27]used Bluetooth connected sensors as a target to measure motor skills. Several studies use tangible objects 
of different shape with integrated sensors to examine how autistic individuals use haptic discrimination. A group at 
Purdue University [28] is working on optimizing touch screens to facilitate autistic children’s learning. Several 
studies use the skeleton information delivered by the Kinect sensor. In their application, Liu et al. [29] used the 
skeleton’s joints to automatically evaluate the player’s energy consumption. Martin et al. [30] built up a training 
environment for laborers in factories to learn correct lifting and carrying methods for the purpose of preventing back 
injuries. Based on the position of the hand joints, Huang et al. [31] and Zhang et al. [32] among others defined 
bounding boxes for segmentation of the hand-related depth points, necessary for further processing. 
3. Design of the Tests 
The tests we developed are the Grading of Force test (GoF), Finger-to-Finger test (FtF), Grading of Movement 
test (GoM), and Arm Position Matching test (APM). The GoF test measures how accurately the participant grades 
his/her force. The participant’s task is to exhibit pressure on a horizontal surface with the flat hand (distal portion of 
the 4 fingers). The FtF test measures how precisely the participant brings the index finger tips together without 
seeing one of his/her fingers. The GoM test measures how precisely the participant grades an arm movement 
without visual control. The task requires the participant to move his/her index finger from a starting point to a 
voluntary place on a horizontal surface. The GoM test is based on a paper-pencil test, the Kinesthesia test of the 
Sensory Integration and Praxis Tests [4]. The original test uses passive movement. The new GoM test allows us to 
contrast active versus passive movement as source of proprioception that guides the motor response. GoF, FtF and 
GoM are simple motor tasks that involve active muscle contraction and require minimal motor planning. We 
consider them to assess a relatively pure use of proprioception for motor responses. The APM test measures how 
precisely the participant positions his/her arm to match the position of his/her other arm which was positioned by the 
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examiner. Again, this task is performed without visual control. APM assesses how proprioception is used for motor 
planning without the requirement to imitate a position or gesture. One of the unique features of this system is that 
the participant creates the stimulus himself/herself instead of passively being presented with a stimulus.  
3.1. Task Concept 
Test administration of GoF, FtF and GoM tests is similar: after two practice items, 10 test items are administered, 
alternating left and right hand. 10 measurements are a typical number of probes to get a meaningful estimate of an 
individual’s performance. Each item consists of a pair of two actions, stimulus and response. The first action of the 
participant (pressing the sensor respectively placing his/her index finger) serves as the stimulus that he/she is 
instructed to repeat in his/her motor response. Since the participant’s vision is occluded, auditory feedback is given 
when the device has recorded the response. The acoustic signal is different for action 1 (stimulus) and action 2 
(response). The device records the raw score for each item, i.e. the difference between stimulus and response, along 
with basic statistics such as max./min. values, average, median, and standard deviation. 
3.2. Grading of Force (GoF) Test 
The participant sits on a chair in front of a table with the device placed in front of him/her. The examiner explains 
the task verbally, demonstrates as necessary, and has the participant practice two training items. The examiner 
places the child’s flat four fingers on the device and prompts him/her to press down. During the training items, the 
participant receives visual feedback. Once the child has understood the task, the 10 test items are administered, 
alternating left and right hand and without visual feedback. The GoF device had to fulfill several requirements: 
Children are differing in age, gender and physical fitness, so the device needed to capture a wide range of force, 
which was set to a max. of 10 kilograms after pilot testing. Other requirements pertained to the accuracy of 
measurement and robustness of physical construction. 
3.3. Finger to Finger (FtF) Test 
The participant sits on a chair in front of a table with the touch screen board placed horizontally on a pedestal in 
front of him/her. The touch screen is facing downwards and a wooden surface with little tags indicating the locations 
of the 12 items is facing upwards. The examiner demonstrates first how to bring the tips of the index fingers to touch 
in front of the chest and has the child imitate the movement. Then the examiner explains the task verbally using the 
board, demonstrates as necessary, and has the participant practice two training items. The examiner places the 
child’s index finger on the top of the surface and asks him to place his/her other index finger on the downside in a 
way that the two fingertips would touch if the board were not between them (see Figure 2Error! Reference source 
not found.a). Once the child has understood the task, the 10 test items are administered, alternating left and right 
hand and without visual feedback. 
The FtF device had to fulfill several requirements: Both sides of the touchscreen board must be accessible. The 
downward facing touchscreen for measurements with sufficient distance to the table surface and the upward facing 
side for the placement of markers (Figure 2Error! Reference source not found.b). Other technical requirements 
are similar to the GoM test as described in the following subsection. 
3.4. Grading of Movement (GoM) Test 
The participant sits on a chair in front of a table. The touch screen is placed on the table in front of the participant 
and the examiner guides him/her through the first training item by placing his/her index finger on the starting point. 
The examiner asks the child to briefly touch the surface (action 1, stimulus) with his/her finger in a very 
generally indicated direction (left upper, left lower, right upper, right lower quadrant of the surface). The examiner 
puts the child’s finger back on the starting point and has him/her repeat the movement, i.e. place the finger in the 
same place again. During the training items, the examiner encourages the participant to monitor his/her action 
visually. After the training items the examiner places a cardboard shield on the device to occlude vision, and the 10 
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test items are administered with alternating hands. The verbal instructions include the general indication of the 
movement direction to ensure that the participant varies his/her movements (long, short, ipsilateral, and crossing the 
midline).  
The technical requirements for the GoM device included the size of the touch pad, resolution and activation 
sensitivity. As these tests will be administered to autistic children, robustness of the devices was a basic 
requirement. Based on similar tests [13], we decided that the board size should be at least 18 inches in diagonal, to 
allow for whole arm movements and longer movement distances which are expected to result in greater deviations. 
Due to the physiological limits of children, for this test a capacitive touch screen with 20.65 inches in diagonal was 
chosen because of its higher sensitivity.  
Fig. 2. a) Finger to Finger Test in action, b) Six Markers on the upper side of the device. 
3.5. Arm Position-Matching (APM) Test  
The participant sits on a chair in a distance of 2 mt from the Kinect camera. For the training item, the examiner 
positions the left arm of the participant in the standardized training posture and asks the child to assume the same 
posture with his/her other arm. During the training items, the participant can visually monitor his/her action. After 
the training items the examiner mounts a set of blinders to the back of the chair to occlude the participant’s visual 
control of his upper extremities. The 12 test items are administered with alternating arms, following a series of 
standardized postures that vary in the amount and direction of distortion in shoulder, elbow, wrist, and finger joints.  
The technical requirements for the APM device included the size of captured volume (i.e. allowing free 
movement of upper extremities), accuracy and repeatability of measurements. Furthermore, for autistic children a 
contactless tracking technology is considered beneficial and the examiner has to be able to enter the capture volume. 
4. Technical Implementation 
The system consists of hardware and software modules utilizing multiple different sensors as well as applications 
on a mobile device and PC for analyzing and reporting tasks. Details on the technologies used in the GoF and GoM 
test can also be found in [33]. Each test has its own self-contained hardware, which measures sensor values and 
transmits data to the host device. In the applications data is processed, recorded, and analyzed. Compared to other 
systems, the advantage is that the devices do not need technical calibration providing a cost-efficient system with 
good usability in a clinical setting. 
4.1. Hardware Setup 
Hardware design had to consider the medical requirements, usability in a clinical setting (e.g. mobility of the 
devices), and low-cost setup. In the test setups for GoF, FtF and GoM, battery powered Arduino boards were used 
for data acquisition using Bluetooth shields for wireless transmission of the measured values to the mobile device.  
In the GoF device, a Force Sensing Resistor (FSR) [34] is used to measure forces ranging from 0.1 to 10 kg. The 
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measured value is sent to the mobile device in a continuous stream once force is applied. 
The GoM device integrates a transparent capacitive touch screen and the dedicated controller in a robust wooden 
frame. The comprised 3M™ MicroTouch™ capacitive touch system has a diagonal size of 20.65 inch and is very 
robust with regard to force added to its surface. Positional data from the touch screen is gathered via a serial 
interface controller, processed through an Arduino Micro and appropriate shields [33] and transmitted wirelessly to 
the mobile device. The hardware setup for the FtF Test is largely similar to the GoM Test with an additional metal 
pedestal. It consists of three parts, a rectangular frame, four mounting brackets and the associated detachable legs of 
approximately 20 cm length (See Figure 3). 
Fig. 3. Finger to Finger Test frame (measurements in the sketch are in millimeter). 
For the APM the Microsoft Kinect sensor for XBOX 360 is connected to a personal computer. This RGB-D sensor 
consists of an RGB camera and a depth sensor working on the structured light principle. The RGB camera provides 
color images up to 1280x960 pixels at 12 frames per second. The depth sensor produces depth images with a height 
of 640 pixels and a width of 480 pixels at 30 frames per second and a depth resolution of a few centimeters [32].  
4.2. Software Implementation GoF, FtF, and GoM  
The system’s software implementation can be divided in two main levels: the implementation of data acquisition 
on the Arduino boards, and the data analysis and reporting application on the mobile device. The main aspect in the 
Arduino implementation is the conversion of the measured sensor values to usable values for the reporting 
application. As the FSR sensors resistance is not linear to the applied force, a conversion algorithm had to be 
implemented. This algorithm maps the digitized values to the reference voltage range and calculates the conductance 
of the FSR. Furthermore, the values from the touch screen controller with a default resolution of 1024x1024 are 
mapped to a suitable range (1920x1080) to fit the touch screen’s 16:9 form factor. 
Cross-Platform development and mobile applications in healthcare are getting more and more popular and allow 
mobile data acquisition for medical professionals on a variety of devices [35]. We used HTML5 and JavaScript for 
realizing our mobile application (see Error! Reference source not found.a). For an easier and faster development 
process jQuery Mobile has been utilized. Access to hardware-level features is implemented using the Adobe® 
PhoneGap Framework [36]. 
The main features of our mobile application are: (1) Management of patient data, (2) Connection to Bluetooth 
devices, (3) Guided sequences for GoF and GoM tests, (4) Recording of evaluation sessions, (5) Calculation of basic 
statistical values and visualization, (6) Exporting of saved sessions 
The application supports and guides the examiner and participant throughout the whole test sequence including 
training and measurement as described in section 3. After completion of the tasks, the software analyses the whole 
set of data and computes arithmetic mean, median, maximum, minimum, variance and standard deviation. Data are 
saved on the local memory of the mobile device as a CSV-file for further analysis. First tests have shown that 
feedback is very important to notify about task and context changes. Therefore, our application generates different 
audio signals as described in subsection 3.1. Visualization of a gauge meter in the GoF test gives feedback to the 
examiner (and the participant in the training phase) by showing the applied force. In the GoM test every touch is 
visualized in a downscaled version on the display of the mobile device, so the examiner gets feedback about the 
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progression of the test. 
4.3. Software Implementation APM 
For the application the OpenNI/NiTE framework was used for accessing the depth data provided by the Kinect 
sensor and calculation of the skeleton joints. Written in C#, the virtual reality application is built in the Unity3D 
editor. After the start of the application, the name of the test person has to be entered. Then the tracking starts 
immediately, while data is visualized for the user as depicted in Figure 4. The user in front of the sensor (Figure 4a) 
is automatically detected and his/her depth data is visualized on the screen, see Figure 4b. As soon as the examiner 
clicks the “record” button, the current image is recorded and analyzed immediately. The skeleton joints are 
requested via the frameworks, and visualized as a full-body skeleton (Figure 4c). The depth image is transferred into 
a point cloud. The hand point clouds are segmented based on a hand-bounding box. The right upper body half gets 
mirrored and painted green. Then the divergences of the shoulder and elbow joints’ rotations are calculated as 
absolute and squared error metrics. The divergence between the hand point clouds is calculated via an iterative 
closest point algorithm, and results in an absolute and squared error metric. The measurement data are displayed 
(Figure 5b) exported to a CSV-file similar to the other tests when the application is closed. After each recording, the 
RGB and depth images as well as the screenshots of the application window are saved. With debug functionalities 
the application user can toggle between different views to show e.g. only the divergence of the elbow joints or the 
hand point clouds (see Figure 5c). 
5. Evaluation 
5.1. GoF, FtF, and GoM  
We assessed the functionality and workflow of our setup in a series of pilot tests with typically developing 
children. Furthermore we evaluated the precision of the GoF device by applying precisely predetermined weights 
instead of manual pressure. The test consisted of 4 runs with 10 different weights between 0.25 kg and 8 kg. The 
measured sensor values increase almost linearly with the added weight, which facilitates relating measurements to 
weight. The average deviation of the mean values over all weights is 1.84%, demonstrating sufficient accuracy [33].  
The GoM device was evaluated by two experiments: First a child touched a single point at least 4 times, then it 
touched the two end points of a line. In the single touch test we conducted 8 runs at 3 different point positions, 
where we measured an average deviation of 0.37% (3mm) from the mean value. For the second test we drew lines of 
50 and 100 mm on a sheet of paper and placed it under the touch screen. The position of the sheet was varied for 3 
times in 72 runs. Overall we captured 144 points and evaluation of the data showed a deviation from the predefined 
line length of 4.69% (3.5mm). Therefore, accuracy and repeatability can be considered sufficient and are 
comparable with paper-pencil tests such as [14]. 
A first pilot test was conducted to assess feasibility and workflow of the instruments with three typically 
Fig. 4. Arm Position Matching test: a) RGB image of a participant, b) Depth image and skeleton joints, c) Skeleton and point cloud data. 
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developing children who completed 10 trials on the GoF and GoM test. Data and results can be found in [33]. 
 
Fig. 5. APM results a) Intra-individual variability, b) Preliminary results shown in the application, c) GUI of our application. 
 
The goal of the second pilot test was to obtain information on how to improve the discriminative abilities of the 
tests. The tests will only be able to discriminate between typical and atypical children if the deviation scores of 
typical children are relatively small and consistent. A slightly larger sample of 7 typically developing children aged 
7;0 to 7;11 years participated. The main result of this data collection was that the instruments for GoF and GoM 
were quite error prone. Accidental touch led to many false results. Only 60% of the collected data on GoF and GoM 
test and about 80% of the FtF test were valid. Data on the GoF test from 7 participants (3 girls, 4 boys) showed an 
average deviation of 75.5 mm (range 31-130mm) with a standard deviation SD = 73. Data on the FtF test from 6 
participants (1 girl, 5 boys) showed an average deviance of 84 mm (range 38-144), SD = 61. Data of 6 children (2 
girls, 4 boys) on the GoM test showed an average deviation of 94 mm (range 70-125), SD = 67. As a consequence, 
the error detection and error correction mechanisms of the GoF and GoM instruments will be improved before they 
can be used for the study. Also, the examiner has to be more careful during the test administration to ensure that no 
erroneous stimuli are recorded. 
Fig. 6. Examples for a) arm posture 1 (small variability), b) arm posture 11 (large variability- will be excluded), c) deviation for all 12 arm 
positions. 
201 Elisabeth Söchting et al. /  Procedia Computer Science  67 ( 2015 )  193 – 203 
5.2. APM 
The aim of the first evaluation was to test the application prototype regarding stability and reproducibility of the 
measurement processes for the skeleton and the hand point cloud. Additionally the usability and feasibility of the 
test items were tested. Ten participants (4 women, 6 men) between 21 and 60 years, and body sizes between 1,58 
and 1,97 meters were tested. The participants were asked to assume several poses in front of the sensor. The body 
postures in the first session were identical for both sides of the body in order to identify the upper bounds for equal 
poses. The postures used in the second session were different for each side of the body to test whether the 
differences were detected. The scores were much higher than the upper boundaries identified for matching body 
sides. It was feasible for the participants to assume the positions and for the examiner to conduct the tests. 
The APM test was first pilot tested with 6 children (2 girls, 4 boys) from the same sample as in the previous 
subsection. The average of the total deviation was 62 degree, SD = 16. This means that the scores were relatively 
consistent. An analysis of the 12 test items (arm positions) revealed that the results of typical children varied greatly 
for items 4, 6, and 11 as shown in Figure 6c.  
A second pilot test was conducted with a larger sample of 14 typically developed participants (6 girls, 8 boys) 
aged 7;0 to 7;11 years. As the graph in 5a illustrates, the intra-individual variability of scores on the 12 items was 
small to moderate in 12 cases. Two outliers (1 girl, 1 boy) showed extraordinarily high total deviations and a large 
variability of scores across the 12 postures. These children were either dysfunctional or technical errors accounted 
for their extreme results. While participant 4 had overall large deviations but no extreme scores other than the total 
score, participant 5 had extreme deviations in 4 items. Due to this irregularity, we excluded participant 5 from 
further analysis.  
Analysis of the 12 test items (arm positions) showed that the results of the typical sample (N = 13 after exclusion 
of one participant) were very consistent in 10 out of the 12 items. As in the previous test, scores on items 6 and 11 
showed much greater variability. We will replace these two arm positions in the actual study.  
6. Conclusion 
We described the design and implementation of instruments that directly measure proprioceptive functions such 
as grading of force, grading of movement, and assuming body positions without visual control. We developed these 
instruments for a study that will test hypotheses regarding differences in proprioceptive accuracy between children 
with ASD, developmental coordination disorder without signs of autism, and typically developing children. We 
expect that the instruments will discriminate between the clinical groups and the typical control group and detect 
potential differences in the functions of proprioception that we are measuring. 
From the technical side, the instruments for GoF, FtF and GoM are based on a low-cost Arduino board and wireless 
Bluetooth transfer of data to a mobile device where a mobile application .reports and calculates statistical data. The 
APM technology utilizes an RGB-D sensor connected to a PC, where collected posture data is analyzed. The system 
was evaluated for functionality and accuracy and was pilot tested with typical developed children. If the instruments 
prove to provide meaningful data that discriminate between children with ASD and typical children, they shall be 
made available for clinical use.  
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